Technical report: double-phase technetium-99m-sestamibi parathyroid imaging with an in-field photopenic marker for better mapping.
The author introduces a photopenic marker that was used to delineate better anatomic mapping in a double-phase technetium-99m-sestamibi parathyroid imaging. This home-marker was placed on a patient within the imaging field to increase reproducibility of the images: early versus delayed images.